[Standardization of reference points in gynecologic radiotherapy].
It was the intention of the members of the study group to develop a high-accuracy reference point system for remote-controlled afterloading therapy of the uterine and vaginal cancer with high dose rates. This enables comparisons to be drawn between the results obtained in various hospitals. This standardization should be used as a general basis for computer calculation.